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e.

c.)

d.)

after weighing the sample for extraction, weigh 5- 
10 g of the sample into a tared crucible.

e.)

f.)

g>)

h.)

9.
QA/QC

including

a.)

Dry weights must be performed on all solid (soil, 
sediment, fly ash and sludge) samples. Immediately

Window defining mix must be analysed every day 
prior to the continuing calibration standard (CC3).

protocol
numbers,

All EMPCs must be clearly distinguished from EDLs 
by flagging all EMPCs with **#’**

The laboratory must provide an example of an EDL 
and an EMPC calculation.

The S/N ratio of the continuing calibration 
standard (CC3) must be greater than 10 to 1 for all 
unlabelled PCDD/PCDF ions and for all labelled 
internal, recovery and clean-up standards.

Determine the percent moisture by drying overnight 
at 105° C. Allow to cool in a desiccator before 
weighing. Concentrations of individual analytes in 
each sample must be reported relative to the dry 
weight of the sample.

SXCP's must be presented so that the two, molecular 
ions and M* and (M+2)*, the (M-cocL)* ion, and any 
relevent lnternal/recovery standards or diphenyl 
ether interferents are to be presented on one page. 
The 6ICP must show the full time window scanned for 
each ion.

Analytical results required (if known, specify format for 
data sheets, QA/QC reports, Chain-of-Custody 
documentation, etc.) If not completed, format of results 
will ba left to program discretion.

Special technical instructions (if outside 
requirements, specify compound names, CAS 
detection limits, etc.): cont.

must be
column before 

The concentration of 
PCDD/PCDF found in the samples must be reported on 
Form 1 DFC.

Initial and continuing calibration 
performed on the confirmation 
analysis of samples.

As per deliverables stated in Exhibit B of the CLP 12/90 
Draft PCDD/PCDF sow including the following 
clarifications:
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Analytical results required (if known, specify format for
9.

data sheets, QA/QC reports, Chain-of-Cuetody 
documentation, etc.) If not completed, format of results

b.)

o

o

ofo

o

Copy of area table from data systemo

GC/MS instrument IDo

Lab file ID

c.)
10.

11.

12.
Detection Limit

Refer to Section C in the CLP 12/90 PCDD/PCDF SOW.

QC Requirements13.

Frequency of
Limits

Note:

EPA sample number

Date and time of analysis

AS per the CLP 12/90 PCDD/PCDF SOW.

Blind qc samples must meet EPA's 95% confidence 
limits.

will De left to program discretion, cont.

The complete data system report shall include all 
of the information listed below. For laboratories 
which do not use automated data system procedures, 

the 
the 
the

Name of sampling/shipping contact:
Phone: cTH>-5fc©o

Data Requirements 
Parameter

Corrective

Astiona
Audits
Required

of the information listed below.

a laboratory ”raw data sheet”, containing 
following information, must be included in 
sample data package in addition to 

chromatograms and SICPs.

RT (and scan number 
identified compound

Ions used for quantitation with measured area

o

.) Report Form I values corrected for the dry weight. 
Other (use additional sheets or attach supplementary 
information, as needed):

if available)
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14. Ration Required if Limits are Exceeded

contact SMO and the Region immediately with all questions 

and/or deviations.

Please return this request to the Sample Management 
Office as soon as possible to expedite processing of your 
request for special analytical services. Should you have 
any questions or need any assistance t please contact your 
Regional representative at the sample Management Office.




